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Abstract
In many applications, such as the detection of ultra-high energy cosmic rays using the air fluorescence
method, the number of photons incident on the detector must be known. This requires a precise knowledge
of the absolute efficiency of the photodetectors used. We present an experimental setup for measuring the
single photoelectron gain and efficiency of multi-anode photomultipliers with a total uncertainty on the order
of a few percent. This precision is obtained by using a comparison to a NIST calibrated photodiode, and
the presented method can be applied to both vacuum photomultiplier tubes and other photodetectors. This
work is motivated by the need to calibrate the focal surface of the EUSO-Balloon instrument, which is a
technical pathfinder for the future JEM-EUSO mission. A complete discussion of photomultiplier calibration
is presented and the efficiency measurement technique is discussed in detail. Example results are given to
illustrate the key points of the method.
Keywords: single photon counting, photomultiplier efficiency, photomultiplier calibration, UHECR,
JEM-EUSO, EUSO-Balloon
1. Introduction
In many applications knowledge of the absolute
number of photons incident on a photodetector is
needed with a reasonably low uncertainty. One
example is the use of the air fluorescence method
to detect Extensive Air Showers (EAS) created in
the atmosphere by Ultra-High Energy Cosmic Rays
(UHECRs) [12, 13, 22]. This method is employed
both in current observatories, such as the Pierre
Auger Observatory [1, 2] and Telescope Array [3],
and will also be used by future missions such as
JEM-EUSO [4] and its pathfinder EUSO-Balloon
[19].
The air fluorescence method provides a calori-
metric measurement of the energy deposited in the
atmosphere by EAS, but reconstructing the energy
of the primary cosmic ray requires the absolute
number of photons received by the detector. At
the same time, the number of photons emitted per
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eV of deposited energy, known as the air fluores-
cence yield [5, 21], must also be measured. A pre-
cise knowledge of both the photodetector efficiency
and the atmospheric transmission are therefore es-
sential to this observational technique.
The photo-detection element in EUSO-Balloon is
the Hamamatsu R11265-M64 Multi-Anode Photo-
multiplier Tube (MAPMT). The M64 is a Photo-
multiplier Tube (PMT) with 64 individual anodes
(pixels), each with an area of 2.88 mm2, and an
ultra bi-alkali photocathode with a quantum effi-
ciency of 35-45% for light in the 290 to 430 nm
wavelength range. This MAPMT multiplies pho-
toelectrons emitted from the photocathode using a
stack of 12 metal-channel dynodes, giving a typical
gain of 106 at a cathode bias voltage of 900 V.
Each stage of a PMT can be characterized by
one or more parameters which, together, give the
primary response characteristics of the PMT. The
quantum efficiency q characterizes the efficiency
of converting photons into electrons at the photo-
cathode. The spectral sensitivity of the PMT is
determined by the optical properties of the PMT
entrance window and the variation of q with wave-
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length. As the photocathode is not perfectly uni-
form, the quantum efficiency depends on the loca-
tion of the incident photons and their angle of inci-
dence.
The collection efficiency coll is the efficiency of
collecting created photoelectrons into the multipli-
cation stage of the PMT, i.e. the probability that
photoelectrons from the photocathode will land on
the effective area of the first dynode. The collection
efficiency depends on the electrostatic field between
the photocathode and the first dynode, as this af-
fects the trajectories taken by photoelectrons. Due
to this, coll depends on the applied voltage and
hence the PMT gain.
The single photoelectron efficiency is the ratio of
the number of single photoelectron pulses on the
PMT anode to the number of photons incident on
the cathode. It is the product of the quantum and
collection efficiencies:
(λ, x, y, V ) = q(λ, x, y, θ) · coll(V, x, y) (1)
and is dependent on the wavelength λ, the incidence
angle θ, and location (x, y) of the incident photons
on the photocathode and the voltage V between
cathode and the first dynode. The useful efficiency
also depends on the threshold used to separate sin-
gle photoelectron pulses from noise.
The single photoelectron gain µ is the number of
electrons at the anode for each photoelectron col-
lected, and is a function of the voltage on each ele-
ment (dynode) of the PMT. There is a fluctuation
in the number of electrons from shower to shower
due to the nature of secondary emission.
The single photoelectron characteristics of the
PMT can be contrasted with the gain of the PMT,
which is the product of the single photoelectron
gain and the collection efficiency coll of the first
dynode. This property of the PMT is often mea-
sured as the ratio of the anode current to the cath-
ode current, G = Ia/Ik. The current through the
anode is the product of the single photoelectron
gain, the efficiency, and the number of photons ar-
riving at the photocathode per second (for currents
which are too large, however, the anode response is
no longer linear).
1.1. Photomultiplier Calibration
The relative quantum efficiency of the cath-
ode as a function of wavelength is generally well-
characterized, but the absolute PMT efficiency is
more difficult to measure and is typically known
with a precision of the order of 10–20%.
For many experiments, such as JEM-EUSO, this
uncertainty is too large, and a method for measur-
ing the absolute efficiency with an accuracy of a few
percent is needed.
In principle, q can be translated into  by mea-
suring the collection efficiency using the ratio of the
PMT gain and the single photoelectron gain. This
method is difficult and imprecise for several rea-
sons, however. The cathode current Ik must be at
least several picoamperes to be measurable, which
requires a very high light level, but at the same time
the anode response is not linear at very high cur-
rents. One way to overcome this is to operate the
PMT with only the cathode and first few dynodes
polarized (so-called diode mode), so that Ik can be
measured at a very high light level without saturat-
ing the anode. After Ik is measured, the light flux
can be attenuated several orders of magnitude us-
ing neutral density filters with a known attenuation
coefficient α, and the PMT is then put at full gain
so that the anode current can be measured assum-
ing a cathode current of Ik/α. There can be large
systematic uncertainties from the attenuation, and
from not accounting for the dark current compo-
nent of Ik. Care must be also taken that there are
no fluctuations in the emission of the source be-
tween the two measurements.
A more precise technique is to measure the sin-
gle photoelectron spectrum of the PMT, i.e. the re-
ponse at the anode to a single photoelectron. The
single photoelectron efficiency of the PMT is the
ratio of the number of detected signals, given by
the surface of the one photoelectron peak, and the
number of incident photons. In this case, the ab-
solute number of photons incident on the photo-
cathode must be determined. This can be done by
i) illuminating the PMT with a calibrated source,
or ii) comparing the PMT to another calibrated de-
tector.
A calibrated light source can be provided by any
source which gives a known number of photons per
second per steradian. Examples include calibrated
lamps, lasers, synchrotron radiation, Cherenkov
emission, or other well known physical phenom-
ena, such as Rayleigh scattering (e.g. ref. [14]). If
the power spectrum dP 3/dSdλdΩ of the source is
known with high accuracy, then the emissive sur-
face, flux, and solid angle can be accounted for in
the measurement. This is a delicate task experi-
mentally, and the variation of the flux with tem-
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perature and time must also be taken into account.
If the solid angle subtended by the emission of the
source is small, such as for a laser, the flux is gen-
erally high in the emission region compared to the
operational range of the PMT and must be atten-
uated by several orders of magnitude. For sources
in which the emission subtends a large solid angle,
such as many calibrated lamps, the flux may re-
quire less attenuation, but then a precise knowledge
of the spatial variation is critical. The uncertainty
involved in attenuating light sources in a controlled
way can reach nearly 20%, and so the precision on
the measurement of the efficiency using this type of
method is limited [23]. The uniformity of the source
is also a problem in either case as attenuation fil-
ters can create lobes and other spatial variations in
intensity which can be a source of systematic error.
Comparison to a calibrated detector, on the other
hand, effectively creates a continuously calibrated
source, and so eliminates the problem of intensity
variations with temperature and time. However,
the spatial variation of the source must still be
taken into account. Any absolutely calibrated de-
tector can be used as the reference; here a photodi-
ode is used. A key point is that the same flux must
be viewed simultaneously by both the PMT and the
photodiode, meaning that the gain of the PMT, on
the order of 106 or higher, must be matched to the
gain of the photodiode, which is slightly lower than
one.
The calibration technique of Biller et al. [7] at-
tempted to overcome this by placing the reference
photodiode closer to the source than the PMT.
In such a setup, the total flux at the PMT must
be inferred from the solid angle subtended by the
PMT and the measured flux per steradian. Both
of these inferences are potential sources of uncer-
tainty. Comparison to a calibrated detector thus
represents a clear improvement over the use of a
calibrated source, but it also presents difficulty due
to the need to match the gain of the reference de-
tector to that of the PMT and in measuring the
luminosity distribution of the source.
The setup of Biller et al. was further developed
by Lefeuvre et al. [16], who applied the technique to
a precise measurement of the air fluorescence yield.
This absolute calibration compares the response of
the PMT directly to an absolutely calibrated photo-
diode. In this direct comparison method the PMT
to be calibrated and the reference photodiode view
the same light in real time, and their gains are
matched by attenuating the light by a factor of
∼ 106–107 in a stable and repeatable way. To do
this, an integrating sphere is used as a stable and
well-characterized splitter. The attenuation is itself
measured using a second absolutely calibrated pho-
todiode. This second photodiode directly replaces
the PMT so that it is at the same distance and
uses the same opening of the sphere. In this way
the intensity and spatial uniformity are the same in
both measurements, resulting in an absolute mea-
surement of the efficiency with a total uncertainty
on the order of a few percent.
Here a calibration setup employing a developed
version of the technique used by Lefeuvre et al. is
presented, and, notably, the calibration procedure
is fully explained. Special attention is paid to the
characterization of MAPMT.
2. Measurement Setup
2.1. The Testing Environment
The most essential element of the calibration
setup is the measurement environment; the setup
must be placed inside a black box to avoid expos-
ing the high-gain PMT to light. This allows a good
signal-to-noise ratio to be obtained and avoids dam-
aging the PMT by over-exposure.
To eliminate as much background light as possi-
ble, the entry door to the black box is sealed us-
ing a camera baffle, which assures that the door is
light tight each time it is closed. The box is con-
structed using lap joints, so that there are no small
gaps at corners or between sides, which would give
a straight path for photons to enter the box. There
should not be any holes in the box, and so every
cable which goes through the black box must pass
through a connector. Each connector should be
light-tight. Inside the box, every surface is painted
matte black and/or covered with black velvet to
minimize reflections, and any light generated inside
the box (e.g. on electronics) must be eliminated.
2.2. The Calibrated Source
The calibrated light source is provided by a
monochromatic Light-Emitting Diode (LED) com-
bined with an integrating sphere and a reference de-
tector. A diagram of the calibrated source is shown
in Fig. 1. An integrating sphere is a hollow sphere
with a diffusive material coating the inside surface.
An integrating sphere diffuses radiant flux, and
the fraction of the radiance received by a finite in-
terior surface of the sphere is proportional to the
3
PMT
gain of ≈ 106
Sphere output port 
with Collimator
1 LED as light 
Source
Integrating 
sphere
NIST Photodiode
d
(a) Taking the PMT Spectrum
2nd NIST Photodiode
gain of ≈ 1
Sphere output port 
with Collimator
Many LEDs as a 
strong light Source
Integrating 
sphere
NIST Photodiode
d
(b) Calibrating the Attenuation
Figure 1: Two diagrams showing the overall procedure for
measuring the PMT efficiency. Fig. 1(a) shows the measure-
ment of the single photoelectron spectrum of the PMT or
MAPMT pixel. The attenuation of the integrating sphere
and collimator assembly is calibrated in the second step, as
shown in Fig. 1(b).
ratio of its area to the total interior surface area.
This property is independent of the viewing angle
between the surfaces, the distance between them,
and the size of the emitting part of the surface [15].
The stability of the fraction of the flux received by
each port of the integrating sphere is an important
benefit compared to the sensitivity of a beam split-
ter.
The integrating sphere used in this setup was
manufactured by Labsphere. This integrating
sphere has an internal diameter of 10.16 cm (4 in)
and three ports, each located 900 from one another.
The largest port has a diameter of 3.81 cm (1.50
in), and the two smaller ports each have a diame-
ter of 2.54 cm (1.00 in). The interior of the sphere
is coated with a proprietary Spectralon R© material
which has a diffuse reflectivity of ≈ 0.97 for 400 nm
light. The Spectralon coating is a purified PTFE
with a thickness of 8 mm, and, due to this thick-
ness, it is difficult to calculate the effective area of
a port precisely. We therefore did not perform any
simulations or calculations using the sphere param-
eters, but instead measure the emission intensity
from the sphere output port.
A silicon photodiode (PD300-UV by Ophir [18])
was used as the reference detector for this setup.
Silicon photodiodes can be operated unbiased, and
in this configuration they are stable over almost 10
decades of incident power. The area of this photo-
diode is about 120 mm2, and it is sensitive to the
wavelength range from 200 nm to 1100 nm. The
operational power range of the photodiode is from
20 pW to 3 mW with a resolution of 0.001 nW, and
the output noise level (RMS) is on the order of ±
1 pW. The temperature dependance of the photo-
diode response is less than 0.1% per ◦C for light of
wavelength less than 800 nm.
The most important characteristic of this pho-
todiode is its wavelength-dependent absolute effi-
ciency. The calibration of this efficiency is given by
the National Institute of Standards and Technol-
ogy (NIST) with an uncertainty (σ) of 1.5% in the
wavelength range 270–950 nm.
In the present setup the photocurrent generated
in the NIST photodiode is measured using a spe-
cially designed “LaserStar” power meter, which is
essentially a pico-ammeter which uses the absolute
calibration curve of the photodiode. Once the wave-
length of the source is selected on the ammeter
it gives a direct reading of the power incident on
the photodiode, with a precision on the measured
photo-current of 0.5% [17] (to be added quadrati-
4
cally to the 1.5% uncertainty of the NIST calibra-
tion).
2.3. Gain Matching
In order to match the gain of the NIST photo-
diode to that of the PMT it is necessary to deter-
mine the attenuation required. The light is pro-
vided by one or more monochromatic LEDs, which
are placed on the larger, 3.81 cm, port of the in-
tegrating sphere. The LED(s) are pulsed in coinci-
dence with the integration windows (gates) of the
charge measurement (see Fig. 2 and sect. 2.4).
The photodiode is placed on one of the 2 smaller
integrating sphere ports. The aperture to the pho-
todiode was 9 mm to limit edge effects from the ma-
terial surrounding it, and the PMT was illuminated
through the 2nd small port. The ±1 pW noise level
of the photodiode can be used to estimate the mini-
mum background. From this, there must be at least
0.1 nW on the photodiode to have a good signal-
to-noise ratio during the reference measurement. If
the light source is a monochromatic LED with a
wavelength of 398 nm, and the conversion efficiency
of the photodiode1 is about 25%, this would corre-
spond to ≈ 8 108 photons per second incident on
the surface of the photodiode.
From the Poisson statistics, the number of gates
containing two photoelectrons in the spectrum is
less than 1% of the number of one photoelectron
gates when ∼ 99% of all gates give no photoelec-
tron. If the LED is pulsed at a rate of ∼ 1 kHz
and the efficiency of the PMT is around 25%, this
corresponds to no more than 40 photons per sec-
ond incident on the PMT. The reduction in flux
between the PMT and the photodiode must then
be ∼ 107 to have both 40 photons per second on
the PMT and a good measurement of the incident
power using the photodiode.
An attenuation of ∼ 107 could be given by a sin-
gle integrating sphere by using a diaphragm with
a radius on the order of 10−4 cm on the output
port of the sphere. One alternative solution is to
add a second integrating sphere, as done by Lefeu-
vre et al. [16]. This method is patented [11], but is
not ideal, as an integrating sphere is a Lambertian
source. If the PMT is instead placed some distance
from the output port of the (first or second) inte-
grating sphere, then the illumination will be largely
1The PD300-UV silicon photodiode gives a photocurrent
of 148 mA/W at 398 nm.
uniform, but the sensitive surface of both the pho-
tocathode and of the photodiode must be taken into
account.
Another possibility is to use a collimator at the
output port of the integrating sphere in order to
illuminate the PMT in a more uniform way, and
simultaneously restrict this illumination to a small
area of the photocathode. In this case the inci-
dence angle of the incoming photons will also be
well-controlled. The exact dimensions of the colli-
mator are based on the needed spot size and the
required attenuation. The attenuation of the col-
limator is not calculated, but rather is measured
directly in the second step of the calibration proce-
dure.
An important consideration is that a parallel
beam of light, such as from a collimator, will give
a measurement of the efficiency over an area of the
photocathode equal to the spot size of the beam. A
uniform illumination of the entire photocathode, for
example, will give the efficiency averaged over the
entire photocathode of the PMT. Illumination of
the entire cathode is thus more appropriate for rel-
ative efficiency measurements – i.e. comparing one
PMT or one MAPMT pixel to another, while a col-
limated beam with a small enough spot size that
the measured area of the PMT photocathode can
be replaced with a photodiode is more suitable for
measuring the absolute efficiency.
2.4. Read-out electronics
PMTs are essentially current sources, with each
single photoelectron collected resulting in a shower
of electrons at the anode. The single photoelec-
tron response of a PMT is thus best measured as a
charge spectrum. This is achieved using Charge-to-
Digital Convertor (QDC) electronics, which mea-
sure the total charge received during a defined time
window, known as a gate. A diagram the setup is
shown in Fig. 2. The LED is pulsed in coincidence
with the integration gate of the QDC.
For MAPMT this is complicated by the need to
read out multiple anodes from each PMT. In the
case of the M64 MAPMT, sixty-four simultaneous
read-out channels are required (in order to test one
PMT at a time). As the gain of the M64 is of
the order of 106, a single photoelectron pulse gives
around 160 fC at the anode. QDCs with a charge
resolution on the order of 20 fC or sixty-four high
performance integrating amplifiers are therefore re-
quired in order to take clean single photoelectron
spectra.
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Figure 2: The signal logic of the calibration setup (e.g.,
implemented with NIM modules). From the top of the figure:
A short pulse of the desired rate is created using a pulse
generator and is sent to a fan-in/fan-out logic module. The
resulting pulses drive an LED and generate the gate which
is used as the integration window for a QDC.
A diagram of the Data Acquisition System
(DAQ) is shown in Fig. 3. The core of this system
is a standard CAMAC crate containing 4 CAEN
C1205 charge-to-digital conversion modules. These
modules have a charge resolution of 20 fC per chan-
nel or better. The CAMAC crate is controlled by
a SEN CC 2089 “A2” crate controller, and the
CAMAC branch is driven by a CBD 8210 branch
driver, which interfaces the CAMAC branch to a
VME crate. The VME crate is controlled by a Mo-
torola MVME 3100 VME processor board running
Debian Linux on 32-bit Power PC architecture.
A data acquisition program was written for this
setup in C/C++ on a Linux PC using the Maxi-
mum Integrated Data Acquisition System (MIDAS)
framework [20]. MIDAS is a distributed data acqui-
sition framework which allows complicated data ac-
quisition and analysis routines to be implemented.
Here the program which controlled the VME and
CAMAC crates ran directly on the VME proces-
sor board, which was connected to the backend PC
by Ethernet. The acquisition with setup was able
to proceed at a rate of 2 kHz for 64 QDC chan-
nels in parallel, the rate being limited by the CA-
MAC signal definitions. As the C1205 is compati-
ble with the FAST-CAMAC standard, an upgrade
of the CAMAC crate controller to a FAST-CAMAC
compatible model would increase the read-out rate
by a factor of between 2 to 10 [9, 8].
In addition to the program driving the QDCs, the
other hardware was also integrated into the acquisi-
tion software. This included two Zaber T-LSM200
movement supports mounted together, orthogonal
to each other. These supports held the integrat-
ing sphere (light source), allowing the incident light
spot to be positioned on the photocathode of the
PMT under test with an accuracy of 0.003 mm.
The LaserStar power meter which reads the NIST
photodiode was also interfaced with the DAQ. The
photodiode was sampled at a rate of 10 Hz and this
information was stored event by event along with
the QDC data and the X-Y position of light spot.
The DAQ performed a full analysis of gathered
single photoelectron spectra at the end of each
measurement run using ROOT. This analysis in-
cluded data gathered from the NIST photodiode,
and the results from the single photoelectron spec-
trum analysis were also interfaced with the control
of the X-Y movement hardware, to allow, for exam-
ple, centering with high precision on a given pixel
using the response of the PMT itself. The extrac-
tion of measurements from the single photoelectron
6
PMT
Sphere output 
port with 
Collimator
LED light 
Source
Integrating 
sphere
NIST 
photodiode
X-Y 
movement
XY movement 
control
64 LEMO cables 
(PMT anode)
Linux PC
● XY movement control
● NIST frontend
● QDC Data from VME
● Analyzer
● Event Histograms 
● Spectra Analysis
● Event Storage
CAMAC crate
● 4 QDC Modules: 64 channels
● Dataway display (Debugging)
● Crate Controller
VME crate
● CB 8210 CAMAC branch driver
● VME processor board
● Runs Acquisition
NIM crate & Others
● Pulse Generator
● Signal Logic 
● discriminators, 
coincidences, etc.
● HVPS
● LED driver
LED/HVPS
to black box
QDC 
Gate
NIST Power 
measurement 
(RS232)
NIST current
     LaserStar
(pico-ammeter)
Ethernet  (N
etw
ork)
Black Box
Figure 3: A diagram of the PMT calibration setup. The PMT is placed inside a black-box and is illuminated using the output
of an integrating sphere, as described in sect. 2.
7
spectra will be discussed in sect. 3.1.
3. Measurement Procedure
3.1. The Single Photoelectron Spectrum
To operate in single photoelectron counting mode
the probability that more than one photoelectron is
collected within the time-resolution of the measure-
ment must be negligible. Here the time-resolution
is the QDC integration time, i.e. the gate width.
The average number of photoelectrons per gate is
given by the product of the average number of pho-
tons arriving at the photocathode during each gate,
the photocathode quantum efficiency, and the col-
lection efficiency: npe = nγ.
The creation and collection of any given photo-
electron is an independent process and can be as-
sumed to occur at some constant average rate. The
probability of photoelectrons entering the electron
multiplier is thus described by the Poisson distri-
bution:
p(n; η) =
ηn
n!
e−η (2)
which gives the probability to find a given number
of occurrences n, if they are independent and hap-
pen at an average rate per unit time η.
From Eq. (2), the ratio of the number of gates
containing two photoelectrons to those containing
a single photoelectron can be expressed in terms of
the ratio of gates containing zero photoelectrons to
those containing one photoelectron as
p(2; η)
p(1; η)
=
η2
2!
1!
η
=
η
2
=
1
2
p(1; η)
p(0; η)
(3)
This allows the contamination of two photoelec-
trons in the single photon electron spectrum to be
estimated: if the ratio of one photoelectron counts
to pedestal counts is less than 1%, then the ratio
of two photoelectron counts to one photoelectron
counts is less than 0.5%.
An example of a single photoelectron spectrum
taken with the setup presented in this paper is
shown in Fig. 4. On the left hand side of the spec-
trum is the region of the spectrum, known as the
pedestal, corresponding to gates during which no
photoelectrons were collected into the electron mul-
tiplier of the PMT. In theory, the pedestal will be
centered on zero charge, but in practice the pedestal
has a non-zero mean due to leakage current from the
PMT and the current offset of the read-out electron-
ics. The area of the pedestal gives the number of
gates in which no photoelectrons were collected.
The peak on the right is the single photoelectron
peak. Several key pieces of information about the
PMT can be extracted from the spectrum:
• The mean charge of the single photoelec-
tron peak minus the mean charge of the
pedestal gives the single photoelectron gain µ
in coulombs (after calibration of the QDC).
The width of the single photoelectron peak
is due to the inherent fluctuation in the sec-
ondary emission at the first dynode, convolved
with the width of the pedestal.
• The peak-to-valley ratio can be used as a figure
of merit for both the spectrum and the PMT
itself. The pulse-height resolution of the PMT,
defined as the ratio of the FWHM of the single
photoelectron peak to the height of the peak,
increases with peak-to-valley ratio.
• The surface area of the single photoelectron
peak gives the number of one photoelectron
gates, i.e. the total number of single photoelec-
tron counts.
If the single photoelectron gain and peak-to-valley
ratio are high enough, then it may be possible to re-
solve a third peak corresponding to two photoelec-
trons at twice the charge of the single photoelectron
peak.
The absolute measurement of the detection effi-
ciency of the PMT proceeds as follows: 1) The first
measurement is shown in Fig. 1(a). The PMT is il-
luminated using the calibrated source described in
sect. 2.2 (a pulsed LED with an integrating sphere
and collimator). A single photoelectron spectrum
is taken using a QDC, which integrates the total
charge received during a gate generated in coinci-
dence with the LED pulse. Both the gate length
and delay are adjusted so that the anode pulses
from the PMT are contained within the gate. The
use of a gate–pulse coincidence reduces the contri-
bution of dark pulses (i.e. real photoelectron pulses
due to thermionic emission, etc.) to a negligible
level.
The light level is then reduced until the number
of gates which give one photoelectron is about 1% of
the number of gates which give no photoelectron.
From the Poisson statistics, the contamination of
two photoelectrons in the spectrum is then around
0.5% of the number of single photoelectrons.
A single photoelectron spectrum is then taken
with enough total gates to give the needed statisti-
cal uncertainty on the number of one photoelectron
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Figure 4: An example of a single photoelectron spectrum measured using the setup presented in this article. The mean of the
zero photoelectron (upward-facing triangle) and one photoelectron peaks (circle) are marked, as are the valley (downward-facing
triangle) and 1/3 of a photoelectron (square).
counts Npe. At a rate of one photoelectron per
100 gates, this means one million gates are needed
to reach a O (1%) statistical uncertainty. The to-
tal time τ over which the spectrum is taken is also
measured, for example by putting a control timer
on the pulse generator which gives the gate signal.
The power P received by the NIST photodiode at-
tached to the integrating sphere is recorded simul-
taneously.
The resulting single photoelectron spectrum is
analyzed to determine the number of single photo-
electrons Npe, which is threshold dependent. Npe
should be determined either for a chosen working
threshold (for example 1/3 of the mean single pho-
toelectron charge) or extrapolated to the zero of the
pedestal. It must be noted that in photon count-
ing experiments the threshold is chosen so that it
lies in the valley between the pedestal and single
photoelectron peak.
2) The PMT is then replaced by a second NIST
photodiode, as shown in Fig. 1(b). The photodi-
ode is placed at the same distance from the out-
put of the collimator as the PMT was previously.
The single LED is also replaced with a collection of
LEDs, so that the power on the second photodiode
is high enough to have a good signal-to-noise ratio.
Here the fact that the photodiode is linear across
10 decades of power is exploited. The ratio of the
power measured by the two photodiodes gives the
attenuation:
α =
PPMT
Psphere
(4)
where Psphere is the power measured by the photodi-
ode on the sphere and PPMT is the power measured
by the photodiode replacing the PMT.
4. Results
Each single photoelectron spectrum is analyzed
to extract the number of single photoelectron
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counts and the position of the single photoelectron
peak. In order to work in an efficient way with a
large number of MAPMTs this analysis was auto-
mated and built into the DAQ. The example spec-
trum shown in Fig. 4 was analyzed by this routine.
Each spectrum is first smoothed using the 353QH
algorithm2 [10] to reduce statistical fluctuations,
after which the valley, shown by the downwards-
facing triangle in Fig. 4, is found using a simple
peak searching routine. No attempt was made to
perform any fits in the analysis as neither the sin-
gle photoelectron peak, nor the pedestal, are prop-
erly described by a simple Gaussian distribution. A
discussion of the deconvolution of PMT spectra is
given in [6], but such multi-parameter analyses are
difficult, model dependent, and not needed in this
case.
Once the valley is found, the mean of the photo-
electron peak is determined, as shown by the circle
in Fig. 4. The dashed line in the spectrum is an
extrapolation of the single photoelectron peak from
the valley to the mean of the pedestal. This extrap-
olation is used to provide an estimate of the physical
efficiency independent of the choice of threshold.
4.1. Single photoelectron gain
The gain and efficiency are calculated from the
results of the spectrum analysis. The single photo-
electron gain µ is given by
µ =
1
e
(q1 − q0) (5)
where q1 and q0 are the mean charge of the single
photoelectron peak and the pedestal respectively,
and e is the elementary charge. This calculation
includes the response of the QDC (i.e., the conver-
sion from QDC channels to absolute charge). As
the statistical uncertainty on the gain at a given
supply voltage is negligible, the uncertainty on the
resulting gain is limited by the characterization of
the QDC, here performed individually for each of
the sixty-four QDC channels with an uncertainty of
1%.
2The 353QH algorithm consists of taking a running me-
dian of three, followed by a running median of five and an-
other running median of three. The data is then quadrati-
cally interpolated, and the end result is subjected to a run-
ning average.
4.2. Single photoelectron efficiency
The efficiency  of the PMT is given by the equa-
tion
 =
Npe
Nphotons
=
Npe
Pατ
hc
λ
(6)
where Npe is the number of single photoelectron
counts in the spectrum, Nphotons is the number
of incident photons, P is the average photodiode
power measured while taking the spectrum, τ is the
length of time of the measurement, h is the Planck
constant, c is the speed of light in vacuum, and α
is the measured attenuation.
The overall uncertainty on the measured effi-
ciency can be separated into a systematic and sta-
tistical part: ∣∣∣∣δ
∣∣∣∣ ≤ ∣∣∣∣δ
∣∣∣∣
stat
+
∣∣∣∣δ
∣∣∣∣
sys
(7)
The systematic uncertainty is dominated by the un-
certainty on the power measured by the reference
photodiode. There is a further contribution, how-
ever, from the systematic underestimation of Npe
due to the contamination of two photoelectrons in
the spectrum. This is less than 0.5% if the single
photoelectron spectrum is taken under the proper
conditions (≥ 99% of all events in the pedestal).
The same NIST photodiode is used in the measure-
ment of the incident power while taking the spec-
trum and in the measurement of the reference power
during the attenuation calibration. The systematic
uncertainties on P and Psphere are thus completely
correlated and will cancel out in the quantity Pα.
The systematic error is thus given by(
δ

)2
sys
=
(
δPPMT
PPMT
)2
+ (≤ 0.5%)2 (8)
The two sources of systematic error have been
added in quadrature as they are independent.
The statistical uncertainty is dominated by the
statistical uncertainty on Npe, which can easily be
brought below O (1%). The uncertainty on the
Planck constant and λ are completely negligible.
The error on τ is also negligible in this case, but
depending on the experimental setup – i.e., the
measurement rate, this may not necessarily be true.
The statistical uncertainty on the measurement of
the attenuation is also negligible, as the mean value
can be determined to arbitrary statistical preci-
sion, but the uncertainty on the measurement of
the mean power while taking the spectrum may not
10
be negligible, depending on the sampling rate and
the width of the sample distribution. There is also
a contribution to the statistical uncertainty on P0
from the read out of the current from the photodi-
ode. For the LaserStar pico-ammeter this is 0.5%.
Each of these uncertainties are independent and
random in nature and they can be added in quadra-
ture: (
δ

)2
stat
=
(
δP
P
)2
stat
+
(
1√
Npe
)2
(9)
Using the systematic error of the NIST calibrated
PD300-UV photodiode (1.5%), taking a single pho-
toelectron spectrum such that the statistical error
on Npe is negligible and the number of two photo-
electrons is 0.5% the number of one photoelectrons,
and assuming that the statistical error of P is that
of the LaserStar current read-out (0.5%), the total
uncertainty on the efficiency using this technique is
then ∣∣∣∣δ
∣∣∣∣ ≤ (0.5%)stat + (1.6%)sys (10)
These systematic and statistical errors are indepen-
dent and their sum in quadrature gives an estimate
for the total uncertainty of
δ

= ± 1.7% (11)
4.3. Measurement Example and discussion
A single photoelectron spectrum from one pixel
of a Hamamatsu M64 MAPMT is shown in Fig. 5.
This spectrum was taken using the setup and pro-
cedure described in the previous sections, and will
be used here as a concrete example of the efficiency
measurement technique.
The single photoelectron spectrum in Fig. 5 is
a histogram of the charge received by the QDC in
each of one million gates, with the abscissa delim-
ited in QDC return codes (channels). The pedestal
can be seen on the left side of the figure. The
threshold, shown in the figure by the horizontal line,
is set in the valley between the single photoelectron
peak and the pedestal at 2048 channels. The peak
to valley ratio of this pixel is 2.8, indicating a good
photon counting resolution for this PMT.
With the spectrum separated at the valley, the
mean of the pedestal is at 2024.7 channels, shown in
the figure by the upwards-facing triangle. Likewise,
the mean of the single photoelectron peak, located
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Figure 5: A single photoelectron spectrum taken for one
pixel of a Hamamatsu R11265-M64 MAPMT. This spec-
trum was taken using the setup described in sect. 2. The
downward-facing triangle indicates the mean of the single
photoelectron peak, while the upward-facing triangle marks
the mean of the pedestal. The threshold, shown by the hor-
izontal line, is set in the valley between the two peaks.
at 2074.6 channels, is denoted by the downwards-
facing triangle. This gives a single photoelectron
gain of 49.9 channels. In order to convert this rela-
tive gain into an absolute result the response of the
QDC must be taken into account.
The QDC has been calibrated to check its linear-
ity and to measure the conversion between input
charge and the QDC channels. The resulting con-
version for the channel of the QDC used in this
measurement was 19.3 ± 0.2 fC/channel, giving
a single photoelectron gain of 6.02 ± 0.06 106 for
this pixel. The 1% uncertainty on the absolute gain
is dominated by the uncertainty on the response of
the QDC.
Counting each event above the threshold gives
12666 single photoelectrons collected in this spec-
trum. Using the Poisson statistics, Eq. (3), the
contamination of two photoelectrons is 0.6%. This
could be treated as a correction, but here it is taken
as a systematic under-counting and is included in
the systematic error. This is appropriate for a sin-
gle photoelectron counting experiment where the
number of photoelectrons is counted using a sin-
gle discriminator, in which case the read out is not
sensitive to higher numbers of photoelectrons.
A (monochromatic) LED with a wavelength of
378 nm was used as the light source, and the spec-
trum was taken over a total time of 503.9 seconds,
as measured by the clock of the DAQ. The average
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power measured by the NIST photodiode during
this time was 813.7 ± 0.1 pW. The attenuation
of the integrating sphere and collimator used here
were measured to be 6.874 ± 0.003 10−8.
Using Eq. (6), the efficiency of this pixel using
the chosen threshold is then 0.236 ± 0.04, an un-
certainty of 1.9%. The uncertainty was estimated
as in sect. 4.2, but in this measurement the statis-
tical error on the number of single photoelectron
counts was not negligible. It is extremely impor-
tant to note that this result for the efficiency and
its corresponding uncertainty are for one position
on the photocathode, one voltage supplied to the
MAPMT, and one counting threshold.
The result given is the absolute efficiency of this
pixel averaged over the area illuminated by a light
spot of ≈ 0.07 mm2 (based on the collimator used
in this measurement), and so the uniformity of the
efficiency over the entire surface of the pixel re-
mains to be taken into account. This can be ac-
complished by measuring the efficiency at multiple
locations within the pixel, and for this the precision
X-Y movement of this setup is indispensable. If ap-
propriate, the incidence angle dependence of the ef-
ficiency can also be studied. For the M64 MAPMT
the change in the efficiency was found to be on the
order of 1% between −35 and +35 degrees.
The voltage supplied to the MAPMT (here using
a custom voltage division and 1100 V on the photo-
cathode) determines the single photoelectron gain
and the collection efficiency, and so any change in
voltage will result in a variation of these proper-
ties. The efficiency is also strongly dependent on
the chosen charge threshold, and so the translation
of this result to another read-out system could be
a source of significant systematic uncertainties (if
the reference threshold is set by a DAC, for exam-
ple). The efficiency should thus be measured using
the power supply and read-out system of the exper-
iment in question in order to benefit from the full
precision of this method.
The relative efficiency within a single MAPMT
(or across several PMTs) can be measured by illu-
minating the entire photocathode uniformly using
the cos4 θ dependence of the illumination from a
Lambertian source. This is achieved by placing the
PMT(s) at a relatively large distance from the open
port of the integrating sphere. At 30 cm, the non-
uniformity with the setup used here is less than 1%
across a full M64 MAPMT.
The advantage of this type of relative measure-
ment is that it accounts for the variation in sensitive
area of each pixel within the MAPMT and gives the
efficiency averaged over the surface of each. How-
ever, uniform illumination is not well-suited to an
absolute measurement of the efficiency, due to the
larger uncertainty on the number of photons inci-
dent within the pixel being characterized compared
to illumination with a light spot contained entirely
inside the pixel.
This calibration technique can also be applied to
Silicon Photomultipliers (SiPMs) with adaptions to
account for their properties. In particular, single
photoelectron counting using the threshold method,
i.e. counting with a discriminator, is less advanta-
geous for SiPMs than for PMTs, as the high reso-
lution of SiPMs allows each photoelectron peak to
be resolved. This has the implication that i) there
is no need to work strictly in single photoelectron
mode, and ii) a QDC read-out is more beneficial.
Owing to the first point, the attenuation required
to match the gain of a SiPM to that of the NIST
photodiode is much lower. This allows the calibra-
tion method to be more easily applied. In addition,
the statistical uncertainty on the SiPM efficiency
can easily be made negligible as there is no need
for only 1% of all events to be signal as when tak-
ing a single photoelectron spectrum. On the other
hand, the front-end electronics of an experiment us-
ing SiPMs should be relatively more complex, in-
cluding either a QDC or an integrating preampli-
fier combined with an analog-to-digital convertor in
order to take advantage of the good photoelectron
resolution of SiPM.
5. Conclusion
In any application which requires that the abso-
lute number of photons detected be known a pre-
cise knowledge of the efficiency of the photodetec-
tor in use is essential. Here a complete discussion of
photomultiplier calibration was presented with an
emphasis on the difficulties and subtleties involved
in a precision measurement of this type. A tech-
nique for measuring the single photoelectron gain
and efficiency of multi-anode photomultipliers with
a total uncertainty of 1.7% (1.6% systematic) was
presented. This precision is obtained by using a
comparison to a NIST calibrated photodiode, and
is an improvement over past methods, which typ-
ically give uncertainties on the order of 5 to 10%.
This method can be applied to both vacuum photo-
multiplier tubes and other photodetectors, includ-
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ing measurements of the photo-detection efficiency
(PDE) of SiPMs.
The DAQ described in the sect. 2 is a complete
implementation of the absolute calibration tech-
nique for 64 pixel MAPMTs. This implementation
includes not only CAMAC QDCs to read the anode
signals of the MAPMT, but also a read-out of one
or more photodiodes, and the control of a precision
X-Y movement. This allows complete flexibility to
perform complex measurements, such as scanning
a MAPMT photocathode pixel by pixel. In addi-
tion, a complete analysis of all 64 channels is per-
formed at the end of each run to reliably extract re-
sults from the measured single photoelectron spec-
tra. All data are saved event by event, which makes
complex analyses possible, such as searching for co-
incidences between events in different pixels.
A complete measurement of the absolute effi-
ciency of one Hamamatsu R11265-M64 MAPMT
was presented as an example of the application of
the described characterization technique. The ab-
solute efficiency in this example was measured with
an uncertainty of 1.9%, and this single result can
be extended from the measured pixel to the entire
MAPMT with a final uncertainty of between 2 to
3% through a relative measurement using uniform
illumination. This setup has been used to perform
a preliminary characterization of each MAPMT in
the EUSO-Balloon instrument, which will be re-
ported in a future paper.
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